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Solutions in Load Cell Technology SYSTEMS 

TEST AND CALIBRATION CERTIFICATE 


DATE 1 20/12/2006 1 CERTIFICATE N2. 1 WEB SITE 11 

LOAD CELL TYPE LCM3064 SERIAL N2. 16604 

CALIBRATION METHOD BEST FIT CALIBRATION MODE SHEAR 
~--------------~ 

BRIDGE RESISTANCE 1 
(NOMINAL) 

350 Q INSULATION RESISTANCE >500 MQ @ 500 Vdc 

CONNECTIONS 

+VE SUPPLY PIN 1 -VE SUPPLY PIN 2 
+VE OUTPUT PIN 3 -VE OUTPUT PIN 4 

PROOF LOAD ~__~25.00 ~~NNE2~~~~T0~~~~ 

LOAD AVERAGE READING BSL DEVIATION FROM BSL 
TONNE mV/v mV/v % FRO 

0.00 0.0000 0.0000 0.00 
30.00 0.4380 0.4062 1.57 
60.00 0.8290 0.8123 0.82 
90.00 1.2260 1.2185 0.37 
120.00 1.6150 1.6247 -0.48 
150.00 1.9990 2.0308 -1.57 

ZERO OFFSET mV/v < +/- 0.02 CAL. READING mV/v 0.871 
~----' 

CAL. RESISTOR VALUE KQ 100 CAL. EQU IVALENT ____-=-64.;..;..3~3~T~0~N~N~E~----,L-I 

CALIBRATED BY: 

WEBMASTER 

ALL LOADS APPLIED ARE TRACEABLE TO NATIONAL STANDARDS 
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